Near Patient Sharps Disposal™
How to use NPSD™

1. Clean tray before use
2. Close when fill line is reached
3. Temporary closure
4. Clean tray after use
5. Clean tray before use
6. Close when fill line is reached
7. Temporary closure
8. Close when fill line is reached
9. Clean tray after use

Follow us on Twitter @FMG_Sharpsafe
www.frontiermedical.eu